[The value of digital-analog Holter monitoring systems in the noninvasive diagnosis of heart rhythm disorders].
By using the Custo Mega ECG monitoring system as an example, the value and efficiency of digital analog Holter monitoring systems in the non-invasive diagnosis of cardiac arrhythmias have been analyzed. The findings suggest that the Holter monitoring system produces high reliability, sensitivity (80.8-100%), and specificity (70.9-100%) in analyzing arrhythmic phenomena on ECG as compared to other Holter monitoring systems and electronic pacemakers.